Evaluation of latex agglutination and dot immunobinding assay for the detection of cytomegalovirus antibody.
The Virogen CMV Antibody Test and Difco CMV-Cube were compared with three other available methods, enzyme immunoassay, immunofluorescence and latex agglutination, for the detection of cytomegalovirus (CMV) antibody in 126 random sera submitted to the clinical laboratory. Based on concordance of three or more methods, 72% of the samples were positive for CMV antibody. The sensitivities and specificities of the assays were Virogen, 98% and 97%, and CMV-Cube 97% and 97%, respectively.